Iris retraction and retroflexion after transscleral contact diode laser photocoagulation.
A 9-year-old girl with refractory glaucoma with an anterior chamber intraocular lens underwent transscleral contact diode laser cyclophotocoagulation. Slit-lamp examination and ultrasound biomicroscopy revealed iris retraction and retroflexion at 2 weeks of follow-up. The probable cause of this complication is discussed.